1.. Introduction
================

Optical biosensor is a well-established analytical tool for biomolecular interaction analysis \[[@b1-sensors-07-02316], [@b2-sensors-07-02316]\]. The biosensor typically consists of a biological component, a detector element, and a transducer associated with both components. The biological component is generally a protein target (i.e., bio-receptors) immobilized on the surface of the transducer. Coupled with microfluidics which introduces an analyte as well as separates unbound and bound molecules, the biosensor becomes a powerful biophysical tool for quantitatively characterizing how biomolecular complexes form and dissociate apart over time. However, the ability of optical biosensors to examine living cells was largely unrealized until recent years \[[@b3-sensors-07-02316]-[@b18-sensors-07-02316]\]. Advancements in instrumentation, particularly large scale screening platforms \[[@b9-sensors-07-02316], [@b14-sensors-07-02316]\], enable the discovery of specific types of cellular target-dependent optical signals in cells \[[@b9-sensors-07-02316], [@b15-sensors-07-02316]\], thus opening a new possibility for whole cell sensing, in particular, cell signaling analysis \[[@b18-sensors-07-02316], [@b19-sensors-07-02316], [@b20-sensors-07-02316]\]. This article reviews theoretical, instrumental and experimental progresses of optical biosensor for probing cell signaling.

2.. Optical Biosensors
======================

The past decade or so has seen an exponential increase in the number and range of available biosensors based on different optical phenomena. [Figure 1](#f1-sensors-07-02316){ref-type="fig"} shows operating principles of three types of commercially available optical biosensors: surface plasmon resonance (SPR), and resonant waveguide grating (RWG), and interferometric biosensors.

SPR relies on a prism to direct a wedge of polarized light, covering a range of incident angles, into a planar glass substrate having a gold thin film to excite surface plasmons ([Figure 1a](#f1-sensors-07-02316){ref-type="fig"}). The SPR is a charge-density oscillation or wave that may exist at the interface between two media with dielectric constants of opposite signs (i.e., the gold and a dielectric). The resonant angle at which a minimal in intensity of reflected light occurs is a function of the local refractive index at or near the gold surface \[[@b1-sensors-07-02316], [@b2-sensors-07-02316]\].

RWG biosensor utilizes the resonant coupling of light into a waveguide by means of a diffraction grating. A polarized light, covering a range of incident wavelengths, is used to illuminate the waveguide; light at specific wavelengths is coupled into and propagate along the waveguide ([Figure 1b](#f1-sensors-07-02316){ref-type="fig"}). The resonant wavelength at which a maximum incoupling efficiency is achieved is a function of the local refractive index at or near the sensor surface \[[@b9-sensors-07-02316], [@b21-sensors-07-02316]\]. An RWG biosensor typically consists of a thin film (∼75-100nm) of Nb~2~O~5~ with a high refractive index (∼2.36) on a glass substrate with an index of ∼1.50 \[[@b13-sensors-07-02316]\].

Interferometry biosensor uses a spectrometer to capture interference patterns in the reflected light from the biosensor interface ([Figure 1c](#f1-sensors-07-02316){ref-type="fig"}). As exampled in this single optical fiber-based interferometric biosensor, a broadband light resource through an optical fiber is directly used to illuminate at the solution-surface interface. The two types of reflected light waves originated from the two reflecting surfaces, the interface with the optical layer and the surface of bio-receptors, can propagate within the fiber and interact each other, leading to an interference pattern. This interference is captured by a spectrometer as a pattern of intensity variation by wavelength with a characteristic profile of peaks and troughs. When there is binding of biological molecules to the biosensor surface, the thickness of bio-receptor layer increases, which in turn leads to a change in the interference pattern at the spectrometer \[[@b20-sensors-07-02316]\].

3.. Theories for Living Cell Sensing with Optical Biosensor
===========================================================

Common to all optical biosensors is that they measure changes in local refractive index at or very near the sensor surface. Almost all optical biosensors are applicable for cell sensing in principle -- they can employ an evanescent wave to characterize ligand-induced changes in cells. The evanescent-wave is an electromagnetic field, created by the total internal reflection of light at a solution-surface interface, which typically extends a short distance (∼hundreds of nanometers) into the solution with a characteristic depth, termed as penetration depth or sensing volume. This section specifically discusses theoretical considerations for whole cell sensing using RWG biosensor.

Ramsden *et al.* described a theory to study cell adhesion and spreading on the surface of a RWG biosensor \[[@b3-sensors-07-02316]\]. This theory assumes a 3-layer waveguide system \[[@b21-sensors-07-02316]\], wherein the cells undergo shape changes with well-defined geometrical parameters and steps upon adhesion and spreading on the biosensor surface. Such model allows both the number of cells at the surface and a parameter characterizing their shape to be accurately determined.

Recently, we had developed theoretical and mathematical models that describe the parameters and nature of optical signals measured in living cells in response to stimulation with ligands \[[@b13-sensors-07-02316]\]. These models, based on a 3-layer waveguide system in combination with known cellular biophysics, provide a link from ligand-induced optical signals to several cellular processes mediated through a receptor.

To probe cell signaling, cells are brought to in close contact with the sensor surface, mainly through cell culture. Given that the biosensor measures an averaged response of cells located at the area illuminated by the incident light, a cell layer of highly confluency is used in order to achieve optimal assay results. Because of the large dimension of cells compared to the short penetration depth (∼100-200nm) of a biosensor, the sensor configuration is considered as a non-conventional three-layer system: a substrate, a waveguide film with a grating structure, and a cell layer ([Figure 2](#f2-sensors-07-02316){ref-type="fig"}). Thus, a ligand-induced change in effective refractive index (i.e., the detected signal) is, to first order, directly proportional to the change in refractive index of the bottom portion of cell layer \[[@b13-sensors-07-02316]\]: $$\Delta N = S(C)\Delta n_{c}$$where *S(C)* is the sensitivity to the cell layer, and *Δn~c~* the ligand-induced change in local refractive index of the cell layer sensed by the biosensor. Because the refractive index of a given volume within a cell is largely determined by the concentrations of bio-molecules such as proteins \[[@b22-sensors-07-02316]\], *Δn~c~* can be assumed to be directly proportional to ligand-induced change in local concentrations of cellular targets or molecular assemblies within the sensing volume. Considering the exponentially decaying nature of the evanescent wave extending away from the sensor surface, the ligand-induced optical signal is governed by \[[@b13-sensors-07-02316]\]: $$\Delta N = S(C)\alpha d\sum\limits_{i}{\Delta C_{i}\left\lbrack {e^{\frac{- z_{i}}{\Delta Z_{C}}} - e^{\frac{- z_{i + 1}}{\Delta Z_{C}}}} \right\rbrack}$$where ΔZ~c~ is the penetration depth into the cell layer, α the specific refraction increment (about 0.18/mL/g for proteins) \[[@b23-sensors-07-02316], [@b24-sensors-07-02316]\], *z~i~* the distance where the mass redistribution occurs, and *d* an imaginary thickness of a slice within the cell layer. Here the cell layer is divided into an equal-spaced slice in the vertical direction. [Eq.2](#FD2){ref-type="disp-formula"} indicates that the ligand-induced optical signal is a sum of mass redistribution occurring at distinct distances away from the sensor surface, each with an unequal contribution to the overall response. Furthermore, the detected signal, in terms of wavelength or angular shifts, is primarily sensitive to mass redistribution occurring perpendicular to the sensor surface. Because of its dynamic nature, it is also referred to as dynamic mass redistribution (DMR) signal.

4.. High Throughput Optical Biosensor Systems
=============================================

Although there is great difference in operating principle, throughput, sample delivery process and application, most commercially available label free optical systems are configured for bio-molecular interaction analysis at the laboratory scale -- the measurements of a small set of samples at one time \[[@b20-sensors-07-02316]\]. For example, Biacore SPR-based systems, the most popular systems, have relative low to medium throughput because limited channels are available for sample analysis, and measurements have to be done in series. However, the applications of optical biosensors in a high throughput screening setting, particularly using living cells, are limited. To address these unmet needs, we have been developing label free optical systems tailoring towards high throughput applications. We are primarily interested in optical systems that are suited for assays using the Society for Biomolecular Sciences (SBS; <http://www.sbsonline.org>) standard microtiter plates, such as 96well and 384well microplates. The RWG biosensor is chosen, particularly because this type of biosensor with appropriate designs allows lights at nominally normal incident angle to illuminate the waveguide thin film. This is important for illuminating large numbers of biosensors simultaneously.

[Figure 3](#f3-sensors-07-02316){ref-type="fig"} illustrates two types of optical systems developed at our company. In the angular interrogation system ([Figure 3a](#f3-sensors-07-02316){ref-type="fig"}), the total internal reflection is observed at a critical angle of incidence at the interface of the waveguide film and the cell layer. This system consists of a launch system to generate an array of light beams such that each illuminates a RWG biosensor with a dimension of ∼200 μm × 3000 μm, and a CCD camera-based receive system to record changes in resonant angle of the reflected light \[[@b9-sensors-07-02316]\]. The array of light beams is obtained using a beam splitter and diffractive optical lenses. This system allows an array of 7×7 biosensor wells in a 96well microplate to be simultaneously sampled at every 3 seconds. This system does not have any moving parts, except of a liquid handling system for compound addition.

In the wavelength interrogation system ([Figure 3b](#f3-sensors-07-02316){ref-type="fig"}), the total internal reflection is achieved at a resonant wavelength of a broadband light source illuminated at the waveguide. This system, commercialized in 2006, consists of a detector with a temperature-controlled environment, an external liquid handling system, and 384well standard SBS microtiter plates \[[@b15-sensors-07-02316]\]. The detector system is centred on integrated fiber optics to measure any wavelength shift of the reflected lights. A broadband light source, generated through a fiber optic and a collimating lens, is used to illuminate a small region of the biosensor through the bottom of a microplate. A detection fiber for recording the reflected light is bundled with the illumination fiber. A series of illumination/detection heads are arranged in a linear fashion, so that reflection spectra are collected from all 16 wells within the same column of a 384well microplate simultaneously. The whole plate is scanned so that each sensor is addressed multiple times, and each column is addressed in sequence. The temperature-controlling unit is built in to minimize any temperature fluctuation.

5.. Probing Cell Signaling with Optical Biosensor
=================================================

Cells rely on multiple cellular pathways or machineries to process, encode and integrate the information received. Unlike the affinity analysis with optical biosensors that specifically measures the binding of analytes to a protein target, living cells are much more complex and dynamic. This section discusses the cellular mechanisms that provide the basis for cell signaling studies with optical biosensors, as well as the applications of optical biosensor in cell signaling.

5.1. Cell-surface interactions
------------------------------

To study cell signaling, cells are brought to contact with the surface of a biosensor, which can be achieved through cell culture. These cultured cells are attached onto the biosensor surface through three types of contacts: focal contacts, close contacts and extracellular matrix contacts, each with its own characteristic separation distance from the surface \[[@b25-sensors-07-02316], [@b26-sensors-07-02316]\]. As a result, the basal cell membranes are generally distant away from the surface by ∼10-100nm. Since the penetration depths or sensing volumes of most optical biosensors are in the range of 100-200nm, these biosensors are able to sense the bottom portion of cells.

Cells, in many cases, exhibit surface-dependent adhesion and proliferation. In order to achieve robust cell assays, the biosensor surface may require a coating to enhance cell adhesion and proliferation. On the other hand, the surface properties could have direct impact on cell biology -- surface-bound ligands may influence the response of cells \[[@b27-sensors-07-02316]\], while the mechanical compliance of a substrate material, which dictates how it will deform under forces applied by the cell, is influential \[[@b28-sensors-07-02316]\]. Together with the culture conditions (time, serum concentration, confluency, *etc.*), cellular status obtained may be distinct from one surface to another, and from one condition to another. Thus, special attentions to control cellular status are necessitated for developing biosensor-based cell assays \[[@b9-sensors-07-02316], [@b10-sensors-07-02316], [@b13-sensors-07-02316]\].

5.2. Cells under un-stimulated conditions
-----------------------------------------

Cells are dynamic objects with relatively large dimensions -- typically tens of microns. Even without stimulation, cells constantly undergo micromotion -- a dynamic movement and remodeling of cellular structure, as observed in tissue culture by time lapse microscopy at the sub-cellular resolution, as well as by bio-impedance measurements at the nanometer level \[[@b29-sensors-07-02316]\].

Under un-stimulated conditions the cells generally give rise to an almost net-zero DMR response, as examined with RWG biosensor ([Figure 4](#f4-sensors-07-02316){ref-type="fig"}) \[[@b9-sensors-07-02316], [@b10-sensors-07-02316], [@b16-sensors-07-02316]\]. This is partly because of the low spatial resolution of optical biosensors, as determined by the large size of the laser spot and the long propagation length of the coupled light. The size of the laser spot determines the size of the area studied -- usually only one analysis point can be tracked at a time. Thus, the biosensor typically measures an averaged response of a large population of cells located at the light incident area. Although cells undergo micromotion at the single cell level, the large populations of cells examined give rise to a net-zero DMR response in average. Furthermore, it is known that intracellular macromolecules are highly organized \[[@b11-sensors-07-02316], [@b30-sensors-07-02316]\] and spatially restricted to appropriate sites in mammalian cells \[[@b31-sensors-07-02316], [@b32-sensors-07-02316]\]. The localization of proteins is tightly controlled in order for cells to regulate the specificity and efficiency of proteins interacting with their proper partners, to spatially separate protein activation and deactivation mechanisms, and thus to determine specific cell functions and responses. Thus, under un-stimulated conditions, the local mass density of cells within the sensing volume can reach an equilibrium state, thus leading to a net-zero optical response. It is worthy noting that the cells examined often have been cultured under conventional culture condition for a period of time such that most of the cells have just completed a single cycle of division.

5.3. Cellular responses upon stimulation
----------------------------------------

Living cells have exquisite abilities to sense and respond to exogenous signals. Cell signaling was originally thought to function via linear routes where an environmental cue would trigger a linear chain of reactions resulting in a single well-defined response. However, amassing evidences show that cellular responses to external stimuli are much more complicated. It has become apparent that the information the cells received is processed and encoded into complex temporal and spatial patterns of phosphorylation and topological relocation of signaling proteins \[[@b32-sensors-07-02316], [@b33-sensors-07-02316]\]. The spatial and temporal targeting of proteins to appropriate sites is crucial to regulate the specificity and efficiency of protein-protein interactions, thus dictating the timing and intensity of cell signaling and responses. Pivotal cellular decisions, such as cytoskeletal reorganization, cell cycle checkpoints and apoptosis, depend on the precise temporal control and relative spatial distribution of activated signal-transducers \[[@b34-sensors-07-02316]-[@b36-sensors-07-02316]\]. Thus, cell signaling mediated through a cellular target such as G protein-coupled receptor (GPCR) typically proceeds in an orderly and regulated manner, and consists of a series of spatial and temporal events, many of which lead to changes in local mass density or redistribution in local cellular matters of cells \[[@b18-sensors-07-02316]\]. These changes or redistribution when occurring within the sensing volume can be followed directly in real time using optical biosensors \[[@b13-sensors-07-02316]\].

5.4. Characteristics of endogenous GPCR DMR signals
---------------------------------------------------

GPCRs represent the largest family of cell membrane receptors \[[@b37-sensors-07-02316]\], and the largest of druggable targets in human genome \[[@b38-sensors-07-02316]\]. Their primary function is to transduce external signals into an array of cellular responses, through both G protein-dependent and independent pathways. Using panels of agonists targeting many GPCRs, three classes of DMR signals in native human epidermoid carcinoma A431 cell were identified \[[@b15-sensors-07-02316]\] ([Figure 4](#f4-sensors-07-02316){ref-type="fig"}). Since each is correlated with the activation of a class of GPCRs depending on G protein with which the receptor is coupled, the DMR signals obtained are named G~q~-, G~s~- and G~i~-DMR signals, respectively. These DMR signals exhibit distinct kinetic and dynamic characteristics, reflecting the unique signaling integration mediated through different classes of GPCRs. Interestingly, the G~q~-type DMR signal appears to be rapid, whereas the G~s~-type DMR signal is comparatively slow.

To date, we have found that both the G~q~ and G~s~-DMR signals are quite universal across multiple cell lines tested, while the G~i~-DMR signals exhibit strong dependence on the cellular context as well as the receptors. However, for the same class of DMR signals mediated through the activation of different receptors in the same cell line or the activation of the same receptor in different cell lines, there are often noticeable differences in fine features such as the amplitudes and kinetics, reflecting the important roles of cellular context in GPCR signaling as well as the uniqueness in signaling of each receptor. The amplitudes of DMR signals for several endogenous G~q~-coupled receptors in A431 cells were found to be correlated well with their corresponding Ca^2+^ mobilization signals, suggesting that a ligand-induced DMR signal is a function of the expression level of its corresponding receptor, as well as the coupling efficiency of the receptor with its G proteins \[[@b15-sensors-07-02316], [@b16-sensors-07-02316]\].

5.5. Cellular mechanisms of GPCR ligand-induced DMR signals
-----------------------------------------------------------

Historically, optical biosensors have found little use in whole cell sensing. The primary reason is that any optical responses of cells measured with a label free biosensor are often considered as non-specific. In our view, understanding the nature of ligand-induced optical signals is crucial for cell sensing. In the recent years, we have adopted several approaches including chemical biology, cell biology and biophysics approaches to study the cellular mechanisms accounted for ligand-induced DMR signals.

Recent chemical biology and orthogonal fluorescence imaging studies suggest that the G~q~-DMR signal is downstream of Ca^2+^ mobilization \[[@b16-sensors-07-02316]\], whereas the G~s~-DMR signal is downstream of cAMP accumulation \[[@b17-sensors-07-02316]; and unpublished data\]. Following classical receptor biology, a numerical analysis suggests that protein translocation and receptor internalization are two primary resources for the G~q~-DMR signal \[[@b13-sensors-07-02316]\]. Central to G~q~-coupled receptor signaling is the rapid and dynamic translocation of its signaling components, including protein kinase C, GPCR kinases, β-arrestin, phosphatidylinositol phosphate-binding proteins, and diacylglycerol-binding proteins, to name but a few \[[@b39-sensors-07-02316]\].

On the other hand, for the G~s~-DMR signal, the increase in cell adhesion is the major contributor to the P-DMR event, as shown in the epinephrine-induced responses in A431 cells \[[@b17-sensors-07-02316]; unpublished data\]. Epinephrine is a natural agonist for β~2~ adrenergic receptors (β~2~ARs) endogenously expressed in A431. Here the P-DMR event refers to the DMR phase with an increased signal, while the N-DMR refers to the phase with a decreased signal. The occurrence of the initial N-DMR event reflects the fact that the majority of downstream signaling components involved in the β~2~AR signaling complexes, with the exception (thus far) of A-kinase anchoring proteins and β-arrestins, are already compartmentalized at or near the cell membrane \[[@b40-sensors-07-02316]-[@b42-sensors-07-02316]\]. Thus, for G~s~-coupled receptor the recruitment of intracellular targets to the activated receptors is much less pronounced than G~q~-coupled receptor, and is overwhelmed by other cellular events leading to an initial decrease in local mass density in cells.

5.6. Applications of optical biosensors in cell signaling
---------------------------------------------------------

Optical biosensors can follow receptor signaling in real time, and offer a kinetic optical signal in a ligand-dependent manner. A ligand-induced DMR signal is an integrated and quantifiable response of living cells, containing contributions of many downstream signaling events. Chemical biology studies, based on the modulation profiles of various modulators on a ligand-induced DMR signal, suggest that a DMR signal can be treated as a unique readout for systems cell biology of receptor signaling \[[@b18-sensors-07-02316]\]. Such approach has been applied to map the signaling pathways and network interaction of EGF receptor (EGFR) \[[@b9-sensors-07-02316], [@b13-sensors-07-02316]\], as well as to study the cellular functions of cholesterol in quiescent A431 cells \[[@b12-sensors-07-02316]\]. Results showed that the EGF-induced DMR signal is saturable to EGF concentration, and sensitive to the activity of EGFR tyrosine kinase, MEK, and dynamin \[[@b9-sensors-07-02316]\]. These optical biosensor cell assays link the EGF-induced DMR signal of quiescent A431 cells mainly to the Ras/mitogen-activated protein kinase pathway, which primarily proceeds through MEK and leads to cell detachment \[[@b43-sensors-07-02316]\].

GPCR signaling is sophisticated -- a receptor may couple simultaneously to more than one G protein subtype, and may interact with other signaling molecules and scaffolding proteins such as arrestins \[[@b36-sensors-07-02316]\]. The DMR signal imitates the complexity of GPCR signaling, as evidenced by bradykinin B~2~ receptor signaling in A431. Bradykinin, a vasoactive nonapeptide, is implicated in the regulation of many physiological and pathophysiological responses, including vascular permeability, inflammation, pain and neurotransmitter release \[[@b44-sensors-07-02316]\]. Endogenous bradykinin B~2~ receptor in A431 cells is mitogenic or anti-mitogenic, dependent on the cellular states as well as the doses of bradykinin \[[@b10-sensors-07-02316], [@b45-sensors-07-02316]\]. In proliferating states, low doses (\<100nM) of bradykinin trigger G~s~-mediated signaling, while high doses (\>100nM) of bradykinin favors G~q~-signaling. On the other hand, bradykinin between 0.5nM and about 100nM mediated both G~s~ and G~q~-pathways in quiescent A431 cells obtained with 0.1% fetal bovine serum for about 20hours \[[@b10-sensors-07-02316]\]. As summarized in [Figure 5](#f5-sensors-07-02316){ref-type="fig"}, chemical biology study showed that in those quiescent cells, blockage of protein kinase C activity only partially attenuates the initial P-DMR, but potentiates the retarded event, as indicated by the broken arrows in [Figure 5](#f5-sensors-07-02316){ref-type="fig"}. Conversely, blockage of protein kinase A activity increases the initial P-DMR event, but suppresses the retarded event. These results suggest that the activation of B~2~ receptors leads to both G~q~ and G~s~ signaling, and both pathways negatively cross-regulated each other \[[@b10-sensors-07-02316], [@b45-sensors-07-02316]\].

DMR signal is a novel physiological response of living cells, and can be used to study ligand pharmacology. When a ligand is specific to a receptor expressed in a cell system, the ligand-induced DMR signal is also receptor-specific, dose-dependent and saturable \[[@b9-sensors-07-02316], [@b10-sensors-07-02316], [@b15-sensors-07-02316], [@b16-sensors-07-02316]\]. Furthermore, the DMR signal exhibits expected desensitization patterns \[[@b16-sensors-07-02316]\]. Desensitization and re-sensitization is common to almost all GPCRs \[[@b46-sensors-07-02316]\]. [Figure 6](#f6-sensors-07-02316){ref-type="fig"} compares the desensitization patterns of A431 cells in response to repeated stimulation with distinct combinations of two agonists obtained using the biosensor with those measured with Ca^2+^ mobilization assays. Results showed that both technologies lead to almost identical desensitization patterns. Furthermore, the DMR signal also maintains the fidelity of GPCR ligands, similar to those obtained using conventional technologies. The biosensor can distinguish full agonists, partial agonists, inverse agonists, antagonists, and allosteric modulators \[[@b10-sensors-07-02316], [@b16-sensors-07-02316], [@b17-sensors-07-02316]; unpublished data\].

6.. Conclusion
==============

The ability of examining living cells is vital to understand the biological functions of cellular targets, and to the success of drug discovery and development. Although more complex and less specific than biomolecular interaction analysis, cell-based assays show superior ability to facilitate the measurements of mode of action, pathway activation, toxicity, and phenotypic responses of cells induced by exogenous stimuli. Together with the commercial availability of high throughput instruments, the newly discovered capability for studying cell signaling will accelerate wide acceptance of optical biosensors in both fundamental researches and drug discovery processes, beyond biomolecular interaction analysis.

![Principles of three types of optical biosensors for biomolecular interaction analysis. (a) SPR. The receptor (Y) is covalently coupled to the derivatized surface of a thin layer of gold, which is deposited onto a glass substrate. The light incident on the gold layer is directed by a prism. The reflectance of the gold surface is a function of incident angle. The resonance angle shifts when target molecules ( ![](sensors-07-02316i1.jpg)) in solution bind to the immobilized receptors. (b) RWG biosensor. The coupling of incident light into the waveguide is achieved by the diffraction grating. The intensity of reflected light is a function of the resonant wavelength. The binding of target molecules in a sample to the immobilized receptors results in a shift in the resonant wavelength. (c) Interferometric biosensor. A broadband light resource is directly incident at the solution-surface interface. Two types of reflected light waves originated from the two reflecting surfaces, the interface with the optical layer and the surface of bio-receptors, interact each other, leading to interference patterns. The binding of biomolecules to the bio-receptors alters the inference pattern.](sensors-07-02316f1){#f1-sensors-07-02316}

![A three-layer waveguide system for detecting ligand-induced dynamic mass redistribution signals in living cells using RWG biosensor. Cells are anchored to the sensor surface through interaction with the extracellular matrix (ECM).](sensors-07-02316f2){#f2-sensors-07-02316}

![Two detection schemes of RWG biosensors for high throughput applications. (a) Angular interrogation system. A laser light is split into an array of 7x7 light beams, such that each illuminates a biosensor located within one well of 96well SBS standard microplate. The reflected lights are received with a CCD camera as an image of 7x7 resonant bands. (b) Wavelength interrogation system. A linear array of 16 illumination/detection heads is used to scan a 384well microplate, one column at a time. In each bundled head, there is an optical fiber to send a laser light to illuminate a biosensor located in each well, and a second optical fiber to receive the reflected light.](sensors-07-02316f3){#f3-sensors-07-02316}

![GPCR signaling and three major classes of DMR signals in living cells using RWG biosensor. (a) G~q~-signaling and its DMR signal (protease activated receptor subtype 1 in Chinese hamster ovary cells, 10 unit/ml thrombin). (b) G~s~-signaling and its DMR signal (β~2~-adrenergic receptors in A431 cells, 2nM epinephrine). (c) G~i~-signaling and its DMR signal (lysophophatidic acid (LPA) receptor subtype 1 in A431, 100nM LPA). The broken arrows indicate the time when an agonist solution is introduced. Data was generated using the angular interrogation system. 1 unit equals to 100 pm shift in resonant wavelength. Figure was reproduced with permission from [@b15-sensors-07-02316].](sensors-07-02316f4){#f4-sensors-07-02316}

![Chemical intervention reveals dual signaling of bradykinin B~2~ receptor in A431 cells. The bradykinin-induced DMR responses of cells pre-treated with the buffer only (HBSS) were in comparison with those pretreated with 500nM GF109203x (a protein kinase C inhibitor) (a), or 1 μM KT5720 (a protein kinase B inhibitor) (b). The bradykinin concentration was 16nM, and the cells were starved with 0.1% fetal bovine serum medium for 18hrs before assays. The solid arrows indicate the time when the agonist solution is introduced. Data was reproduced with permission from [@b10-sensors-07-02316].](sensors-07-02316f5){#f5-sensors-07-02316}

![GPCR agonist-induced DMR signals follow classical desensitization patterns, similar to those measured with Ca^2+^ mobilization assays. A431 cells responded to repeated stimulation with distinct combinations of two agonists: bradykinin and trypsin, for endogenous B~2~ receptor and protease activated receptor subtype 2 (PAR~2~), respectively. Data was reproduced with permission from [@b16-sensors-07-02316].](sensors-07-02316f6){#f6-sensors-07-02316}
